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Abstract: Heart rate monitoring is the predominant quantitative health indicator of a newborn in 
the delivery room. A rapid and accurate heart rate measurement is vital during the first minutes 
after birth. Clinical recommendations suggest that electrocardiogram (ECG) monitoring should be 
widely adopted in the neonatal intensive care unit to reduce infant mortality and improve long term 
health outcomes in births that require intervention. Novel non-contact electrocardiogram sensors 
can reduce the time from birth to heart rate reading as well as providing unobtrusive and continu-
ous monitoring during intervention. In this work we report the design and development of a solu-
tion to provide high resolution, real time electrocardiogram data to the clinicians within the delivery 
room using non-contact electric potential sensors embedded in a neonatal intensive care unit mat-
tress. A real-time high-resolution electrocardiogram acquisition solution based on a low power em-
bedded system was developed and textile embedded electrodes were fabricated and characterised. 
Proof of concept tests were carried out on simulated and human cardiac signals, producing electro-
cardiograms suitable for the calculation of heart rate having an accuracy within ±1 beat per minute 
using a test ECG signal, ECG recordings from a human volunteer with a correlation coefficient of ~ 
87% proved accurate beat to beat morphology reproduction of the waveform without morphologi-
cal alterations and a time from application to heart rate display below 6 s. This provides evidence 
that flexible non-contact textile-based electrodes can be embedded in wearable devices for assisting 
births through heart rate monitoring and serves as a proof of concept for a complete neonate elec-
trocardiogram monitoring system. 




During birth the cardiorespiratory transition of the foetus from intra- to extrauterine 
life often involves fast and complex decision making to ensure neonatal survival. Approx-
imately 10% of newborns require interventional respiratory support, such as supple-
mental oxygen or continuous positive airway pressure (CPAP) to safely make the transi-
tion where ~1% of these will need more critical resuscitative interventions [1]. Failure to 
provide these clinical interventions promptly has serious implications for the newborn 
including increased mortality, cerebral palsy and impaired motor skills. 
The predominant quantitative indicator of the health of a newborn is the heart rate 
(HR). Both the American Academy of Pediatrics [2] and the European Resuscitation Coun-
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cil [3] recommend assessing the newborn’s heart rate within 1 min of delivery. If the meas-
ured HR is less than 100 beats per minute (bpm) positive pressure ventilation should be 
administered and if it is below 60 bpm chest compressions should be initiated [4]. The 
reliance of clinical professionals on HR data to inform intervention requires rapid and 
accurate HR acquisition. The most basic form of HR measurement is either done manually 
by feeling a pulse (palpation) or by listening to the heartbeat using a stethoscope (auscul-
tation). The clinician counts the number of beats in 6 s and multiplies this by 10 to get the 
heart rate in beats per minute. These methods provide a rapid acquisition time of 7–19 s 
[5] and are used for the initial HR assessment. A member of clinical staff is required to 
administer these tests; however, noise, stress and cognitive load can influence measure-
ment. These readings can vary as much as 15 bpm from actual HR where errors in HR 
determination have been shown to occur in 26–48% of initial assessments [6]. 
It is critical that neonatal care providers have access to real-time, suitable and accu-
rate diagnostic information to recognize deviations from typical neonate physiology and 
take the necessary steps to manage scenarios where intervention is necessary. 
Clinical and technological advances in the neonatal intensive care unit (NICU) such 
as the introduction of the APGAR (appearance, pulse, grimace, activity, and respiration) 
score in the 1950s and the recent widespread use of the pulse oximeter [PO] have been 
critical in informing interventions and improving infant outcomes [7,8]. 
The two predominant medical devices used in the delivery room to assess the HR are 
the pulse oximeter (PO) and the electrocardiogram (ECG). The pulse oximeter measures 
heart rate using a photodiode-based measurement of blood perfusion and the electrocar-
diogram is an electrical measurement of heart activity. The silver chloride (AgCl) based 
ECG is considered the gold standard in the delivery room [9] and has been demonstrated 
to be both reliable and accurate in assessing HR, as PO has been shown to underestimate 
the HR compared to ECG struggling to obtain accurate HRs when the newborn suffers 
from low peripheral blood perfusion or the HR is less than 100 bpm [10]. 
These devices both necessitate the application of sensors to the newborn and require 
the attention of a member of the delivery room staff who could otherwise be performing 
other tasks. Factoring in the time taken to attach the sensors, the device signal acquisition 
and HR estimation algorithm window length, the average time from birth to HR reading 
is > 70 s for ECG and > 110 s for PO [11]. This precludes these devices for use in the initial 
HR measurement under 1 min. Additionally, there is the need to clean and prepare the 
newborn’s skin to remove blood or other fluids that affect signal coupling and the appli-
cation of an electrolytic interface paste which can potentially become sites of infection. 
Rigid PO sensors and AgCl electrodes can also potentially cause abrasive damage to the 
delicate newborn skin. The delay in HR acquisition due to sensor application time, com-
bined with the risks associated with AgCl electrodes to fragile newborn skin are both bar-
riers to adoption. Given these drawbacks, alternative dry electrode technologies have 
been used for reducing the time required for taking a measurement while improving the 
skin biocompatibility. A study using dry stainless-steel electrodes [12] showed high qual-
ity and rapid signal acquisition in newborns after birth; however, the electrodes are rigid 
and bulky (dimensions of 5 × 2.5 × 1 cm), thus still being a large and intrusive device. More 
recently novel silver nanowire dry electrodes [13,14] show promise as substitutes for AgCl 
gel electrodes having a comparable performance to wet AgCl electrodes in terms of ECG 
signal to noise ratio for heart rate calculation. Fully organic conductive polymer composite 
(PEDOT:PSS) based dry electrodes [15] have shown to have excellent biocompatibility 
[16], self-adhesiveness, conformity and have also been shown to record high quality ECG 
waveforms with reduced noise interference (25 μV compared to 28 μV) compared to AgCl 
gel electrodes, thus being suitable for ECG based diagnosis. However, both silver nan-
owire and conductive polymer dry electrodes have not yet been tested in neonates. 
Despite evidence that the electrocardiogram provides clear benefits over PO and pal-
pation/auscultation and the recommendations are that ECG monitoring should be 
adopted in the NICU [17] for newborns requiring resuscitation, this technology has still 
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not been fully developed. In this study we aim to provide a proof of concept system for 
ECG monitoring based on a full data acquisition and filtering system and two different 
materials suitable for use as fabric embedded textile-based electrodes for use in the NICU 
delivery room. The device is capable of recording the HR within 6 s by embedding novel 
electric potential sensors into a smart mattress. 
The structure of the EPS sensor is described elsewhere [18]. Briefly, the electric po-
tential sensor (EPS) is an electrometer-based amplifier insulating electrode that does not 
require galvanic contact with the body to acquire biopotential signals. Instead it operates 
with displacement currents and the traditional electrode-skin interface is replaced with a 
dielectric material. Here, a reference electrode in contact with the patient’s skin is still 
required for voltage referencing to the EPS sensor 
Electric potential sensing can be used in place of traditional AgCl electrodes to record 
high quality ECG signals without the need for electrolytic pastes or location specific sen-
sor application [19]. Previous work using the EPS has shown that it can be used to provide 
a rapid and reliable ECG reading from a young infant [20]. Textile based conductive elec-
trodes and signal traces can be used to embed these devices in a standard delivery room 
mattress facilitating the continuous measurement of the HR of a newborn (see Figure 1). 
 
Figure 1. Delivery room mattress with embedded sensors. 
This work aims to investigate the use of textile conductive fabric and screen-printed 
textile conductive ink electrodes as the reference electrode in an EPS based ECG system. 
EPS sensors are commonly used with a rigid copper reference electrode. In this paper the 
three cases (a) copper reference, (b) conductive polymer ink and (c) conductive textile fab-
ric reference electrodes are compared for suitability in recording HR using a custom front 
end, data acquisition and touchscreen graphical user interface prototype. 
2. Materials and Methods 
Figure 2 shows an overview of the prototype system used to characterize the pro-
posed textile-based electrodes. The input stage reads the electrical signal of the heart with 
a pair of ultra-high input impedance EPS sensors [21] with internal input bias current cir-
cuitry and guarding. The voltage outputs from these sensors are sent to the filtering and 
analogue processing stage for signal conditioning. The resultant cardiac signal is then dig-
itized and additional digital signal processing is performed by an embedded micropro-
cessor. Finally, in the output stage HR calculation is performed by the system and dis-
played on a 7′′ touchscreen, along with a representation of the signal waveform. The 
graphical user interface allows for control of the data acquisition and storage methods, as 
well as filtering and peak detection options. 




Figure 2. Prototype system signal path with input, filtering and output stages identified. 
2.1. Input Stage 
2.1.1. Sensor Assembly 
The EPS devices are application specific integrated circuits (ASICs) contained in a 
land grid array (LGA) style package measuring 10 × 10 × 2 mm. These are inserted into a 
3D printed housing as described in Figure 3. 
  
(a) (b) 
Figure 3. (a) Exploded view of sensor: (1) deposited reference electrode material (conductive poly-
mer ink or conductive textile fabric), (2) cotton substrate, (3) and (5) 3D printed housing, (4) EPS 
ASIC, (6) power and signal connections, (7) single strand copper connection to the sensor ground. 
(b) assembled EPS sensor, with stAandard copper electrode, without the cotton layer attachment. 
A single strand of copper wire (diameter ≈ 0.08 mm) was threaded through the cotton 
and connected to the EPS sensor reference (Figure 3 feature 7) and the patient facing side 
was covered with an additional layer of the respective electrode material to ensure no 
copper was present at the skin-electrode interface. The sensor housing was then held in 
place on the cotton to avoid relative movement between the sensor and reference elec-
trode. 
2.1.2. Electrode Fabrication 
Two materials where considered for embedding the sensors within a NICU mattress 
in this work. A silver conductive polymer ink (Fabink-TC-C4001) and a self-adhesive con-
ductive textile fabric (MOS TitanRF). Figure 4 shows these two materials deposited on a 
cotton substrate, with a central cut out of 10 × 10 mm where the EPS electrode was located 
underneath the cotton. 





Figure 4. Textile based EPS electrodes, silver conductive ink (a) and conductive textile (b). 
Considering the inverse linear relationship between electrode size and impedance 
[22], each electrode had an equal area of 410 mm2 to minimise variation in impedance due 
to electrode geometry. The silver ink was deposited to an average thickness of 0.1 mm and 
the conductive textile tape was 0.08 mm thick. The conductive polymer ink consists of 
biocompatible silver flakes suspended in a vinyl resin and perform as well as commercial 
silver chloride electrodes when screen printed onto fabric [23] and have also been shown 
to be durable when subjected to washing and abrasion [24]. 
The silver conductive ink electrodes were screen printed on the cotton substrate and 
cured at 120 deg C for 10 min to evaporate unwanted solvents and improve conductivity. 
For the conductive textile fabric, a pattern was printed and the electrode shape was cut 
out following this. The electrode was then was attached to the cotton substrate using the 
self-adhesive backing. 
The conductive textile fabric is composed of a polyester fibre with metallic copper 
and nickel composition. These types of commercially available conductive fabrics are 
shown to be biocompatible and to have low resistance and to keep electrical durability 
when subjected to repeated washing cycles [25]. 
The noise induced by the capacitive components of the skin-electrode interface have 
been shown to dominate the thermal and resistive noise from the electrode alone [26]; 
therefore, AC impedance measurement of the electrodes was conducted. Figure 5 shows 
the impedance measurement schematics to assess the skin-electrode interface and tissue 
model. A Keysight Infiniivision oscilloscope and signal generator was used to calculate 
electrode impedances at 10, 50, 100, 500 and 1000 Hz. A measurement of impedance at the 
skin-electrode interface was taken using the IV method described in [27]. 
Figure 5b shows the calculated impedance from the voltage measurements. The pol-
ymer ink electrodes showed marginally an increased impedance across all frequencies 
than the textile fabric electrodes, but both had a similar impedance profile. The maximum 
impedance recorded was 300 kΩ at 10 Hz for the polymer ink electrode. Previous works 
of dry textile ECG electrodes recorded a comparable maximum impedance of 200 kΩ [28] 
at low frequencies for a polyester/silver textile fabric, dropping off to an average of 50 kΩ 
for the 500 to 1 kHz range which correlates with the results obtained in Figure 5b. 
In Figure 5c the mismatch between the two electrodes of each evaluated material is 
shown. As it is observed, a maximum mismatch of ~11 kΩ for the polymer ink material 
and 6 kΩ for the textile fabric was measured, displaying a maximum mismatch of <5% of 
the total impedance for each frequency. This close impedance matching serves to increase 
the CMRR and reduce noise. 
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Figure 5. (a) Skin-electrode interface and tissue model for impedance measurement setup, (b) 
Measured impedance of the skin electrode interface, (c) impedance mismatch between electrode 
pairs. 
The relationship between mismatch impedances to common mode rejection ratio 
(CMRR) is defined using Equations (1) and (2), where X1, X2, R1 and R2 correspond to 
the associated reactance and resistance, respectively: ∆ = = ( ) − ( )  (1) 
CMRR( ) = ∆  (2) 
Although impedance mismatch between pairs of electrodes could reduce the CMRR 
and therefore increase the effect of motion artefacts and power line noise on the recordings 
[29]; the EPS sensor is designed with an external bias circuitry in a way that does not 
compromise the input impedance of the sensor. Its design includes associated feedback 
loops providing the functions of guarding, bootstrapping and neutralization to enhance 
the input impedance, reduce the input capacitance and maintain the electronic stability of 
the sensor [17–19]. 
2.2. Filtering Stage 
Electrometer based sensors such as the EPS are highly sensitive and susceptible to 
noise, predominantly 50 Hz power line noise and movement artefacts. The proposed ap-
plication for this system is a busy NICU where many devices with unknown levels of 
electromagnetic shielding will be in use and the subject may be in motion due to resusci-
tation procedures. A dual filtering approach is used employing both hardware and soft-
ware filters to ensure the 50 Hz noise is sufficiently attenuated to enable an accurate HR 
measurement. Figure 6 is a simplified diagram outlining the filtering stages implemented 
 
Figure 6. Filtering stage block diagram. 
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Initially a pair of passive high pass filters (corner frequency, fc = 0.5 Hz) remove base-
line wander. Next, a subtraction is performed using a precision instrumentation amplifier 
between the both sensor signals to remove common noise. An active 2nd order low pass 
(fc = 200 Hz) and an active 2nd order twin-T form notch filter (fc = 50 Hz) remove high 
frequency and power line noise, respectively. Signal conditioning circuitry then scales the 
signal to ensure the full range of the 12-bit analogue to digital convertor (ADC) is used. 
This ADC bit depth is sufficient to represent the acquired signal with enough detail to 
identify the QRS waves required for HR detection. 
The serial peripheral interface (SPI) output of the ADC is read at 1000 samples per 
second by a quad-core ARM Cortex-A53 based platform (Raspberry Pi 3 Model A+) which 
performs additional software filtering with a modified Pan Tompkins algorithm [30] for 
peak detection and heart rate acquisition. The software filtering consists of a forwards 
form comb filter (fc = 50, 100 and 150 Hz), a low pass 20th order finite impulse response 
filter (fc = 200 Hz) and a variable median filter for signal smoothing. The software filters 
are coded in C++ avoiding any external dependencies and to minimise system resource 
usage. For the filter validation, the EPS sensors were removed. A generated signal em-
ploying a NI USB 6009 and LabVIEW biomedical toolkit providing the combined ECG 
and 50 Hz noise signal was injected to the inverting and noninverting terminals of the 
instrumentation amplifier. Figure 7a shows the frequency response analysis (FRA) of both 
the hardware and software stages and Figure 7b shows the power spectral density (PSD): 
 
Figure 7. (a) Frequency response analysis of hardware and software stages, (b) power spectral density showing the com-
bined effect of hardware and software filtering on a noisy test ECG signal injected directly into the front end. 
The majority of the ECG signal power is within the 0.5 to 40 Hz range and the filter 
corner frequencies are chosen to match the specifications recommended by the American 
Heart Association, the American College of Cardiology and the Heart Rhythm Society [31] 
and to minimize uncertainty in the measurement of the R-R peak intervals used to calcu-
late the HR [32]. Figure 7b shows that the peak at 50 Hz which represents the mains elec-
trical hum, in our measurements, the system-induced power line noise is reduced by 40 
dB and the subsequent peak at 100 Hz is also not present. This shows the system capacity 
for filtering 50 Hz and higher harmonic frequency noise that are most common in ECG 
recordings. 
2.3. Output Stage 
A custom graphical user interface (GUI) coded in C++ running on Raspbian Linux OS 
displays the output of the EPS sensors after the filtering stages on a 7′′ capacitive touch 
screen display (Official Raspberry Pi 7′′ Touchscreen Display ACGGD070-004-CG-B, res-
olution 800 × 480 pixels). See Figure 8. 




Figure 8. Screenshot of prototype graphical user interface. 
The GUI allows for real time inspection of the cardiac signal and heart rate. Data is 
stored on the device memory and can be timestamped and reset from within the GUI. The 
system is portable and can be powered by a standard 5V DC USB power bank, giving a 
running time of 4 h from a 10,000 mAh battery. Considering IEC 60601 the prototype pre-
sented here is classified as an IP (internal power supply) device. The use of a battery DC 
supply removes the possibility of 50 Hz power line noise contamination of the signal that 
is often common in devices powered by mains switch mode power supplies that convert 
AC to DC. Please note that under the classification of patient applied parts the EPS sen-
sors, being non-contact and isolated behind a dielectric material, are not be covered under 
IEC 60601; however, the reference electrodes are considered as patient applied part float-
ing–surface conductor. In this prototype, the device was designed so that it cannot be op-
erated during the battery charging cycle. 
3. Experimental Results 
The goal of our experimental tests is to assess the suitability of the manufactured 
textile-based electrodes for use in a full end to end non-contact ECG acquisition system. 
In order to evaluate these, two ECG recording scenarios were investigated: 
1. A simulated cardiac signal employing a neonatal simulation environment; 
2. A real cardiac signal from an adult volunteer. 
The neonate simulation environment is used to form an initial comparison of ECG 
reproduction and a baseline comparison of the different electrodes. Then the human vol-
unteer serves to establish a proof of concept for the end to end system. Three electrode 
configurations were evaluated in each of the two scenarios: 
• baseline copper electrodes; 
• conductive polymer ink; 
• conductive textile fabric. 
To simulate signal acquisition of the heartbeat of a neonate a simulated ECG signal 
was radiated from a premature infant mannequin, with an internal antenna (3 cm2). The 
bio signals were generated in a custom LabVIEW GUI using a USB 6009 National Instru-
ments DAQ with a 16-bit digital to analogue converter (DAC). This test ECG signal was 
radiated across an air gap of 2 cm and through 2 mm of the electrically insulating plastic 
of the mannequin having an amplitude of 200 mV peak-to-peak (PP) at 140 bpm. A human 
ECG was also taken from a male adult volunteer as a proof of concept trial, with the sub-
ject sat in a comfortable upright position and the sensor attached to the chest using an 
additional 5 cm layer of foam padding on the reverse to simulate the delivery room mat-
tress material. Figure 9 shows the position of the sensors and interference layers for both 
scenarios. 




Figure 9. Experimental set up—electrode placement and interference layers for simulated and human ECG readings, left 
neonate mannequin, right human volunteer. 
After signal acquisition was carried out, two readings of 60 s were taken for the sim-
ulated mannequin signal and five readings of 60 s for the human volunteer. These were 
exported from the data acquisition system and imported into MatLab for analysis. 
3.1. Neonatal Simulation Environment 
The mannequin providing the simulated ECG signal was used as a control to create 
a baseline of ECG reproduction regarding the comparison of copper electrodes with the 
manufactured textile-based electrodes. 
Figure 10 shows the neonatal simulation environment and test setup for the initial 
signal characterisation providing the simulated ECG signal. The neonate mannequin was 
placed on top of the electrodes and sensors to perform the recordings. Figure 11 shows a 
representative sample of 5 s of simulated signal ECG recording. 
Figure 11a shows the signal reproduction of the simulated test signal using the cop-
per electrodes, the conductive polymer ink and conductive textile fabric. For accurate HR 
calculation the R peak of the ECG signal must be clearly visible above the baseline. For 
each of the three sensor configurations the R peak is prominent and suitable for RR inter-
val calculation. Figure 11b shows the T and P waves of the ECG clearly reproduced, with 
the same timing as the reference copper electrodes having an increase in the noise com-
ponents. For the conductive textile fabric electrodes shown in Figure 11c, the waveform is 
distorted with the T waves elevated, the R peak and subsequent characteristic dip trun-
cated and the amplitude of the P waves increased. High frequency noise is present in the 
conductive textile fabric electrodes, but at a lower amplitude than the conductive polymer 
ink electrodes. 
  




Figure 10. Photograph of prototype system hardware in neonate simulation environment: (a) front 
end and GUI (Dimensions 195 × 100 × 90mm); (b) USB 5V power bank; (c) EPS sensors and textile 
based electrodes; (d) digital to analogue converter for test signal generation; (e) neonate manne-
quin with internal antenna; (f) commercial delivery room mattress. 
 
Figure 11. 5 s segments of a simulated ECG signal for (a) baseline copper electrodes; (b) conductive polymer ink; (c) con-
ductive textile fabric. 
Analysis of a single beat and power spectral density (PSD) of the recorded signals is 
presented in Figure 12: 




Figure 12. (a) Single beat waveform and (b) Power spectral density of a simulated ECG simulated from the test mannequin 
for each electrode configuration. 
A total of 50 Hz noise is visible for both the polymer ink and conductive textile elec-
trodes. This is more pronounced for the polymer ink electrode. The air gap between the 
antenna and mannequin body has a capacitance that dominates the total electrode capac-
itance in the series connection [33] with the insulating layer of the EPS sensor, so any noise 
in this gap will be amplified in the final signal. 
Data from the simulated cardiac signal in a neonatal simulation environment was 
processed using the Pan Tompkins algorithm for HR calculation and a mean RR interval 
and average bpm was calculated. Considering the precise bpm of the simulated signal, 
these results can then be used as a measure of the accuracy of the sensor acquisition and 
ECG recording stages. 
The mean RR intervals as shown in Table 1 are within 0.5% of the expected RR inter-
val of 432 ms for a heart rate of 140 bpm, the heart rate for the normal neonate being 
between 120 to 160 bpm [2]. The average bpm recorded by the system are with 1 bpm of 
the simulated signal, which compares favourably with pulse oximeters which commonly 
have a stated accuracy of ±2 bpm. An additional test signal at 60 bpm confirmed the suit-
ability of the device for recording low heart rates and showed RR intervals within 0.4% of 
the expected RR interval of 1000 ms and an average within ±0.2 bpm. 
Table 1. RR interval comparison of the mannequin simulated signal for each electrode case for a 
60 bpm and 140 bpm generated test signal. 
 Mean RR Interval, ms Average bpm 
Electrode: 60 bpm 140 bpm 60 bpm 140 bpm 
baseline copper 999 428.6 60.1 140.2 
conductive polymer ink 1001 431.6 59.9 139.0 
conductive textile fabric 1004 428.3 59.8 140.0 
3.2. Proof of Concept with Human Volunteer 
The prototype system was then used to characterize a human cardiac signal. The 
weight of the heart of an infant is ~14 times smaller than that of an adult [34], resulting in 
a reduction of the ECG signal amplitude falling within the micro to millivolts range. Nev-
ertheless, EPS sensors have proved to record high quality ECGs from a young infant [20]. 
The sensors, front end and power bank (Figure 10a‒c) were removed from the neo-
natal simulation environment and applied to an adult volunteer. The proof of concept trial 
showed more accurate signal reproduction for the fabricated electrodes compared to the 
baseline copper electrode than in the mannequin tests. A 15 s sample of each test case is 
show in Figure 13. 




Figure 13. 15 s segments of a human signal ECG signal recorded with (a) baseline copper electrodes; (b) conductive poly-
mer ink; (c) conductive textile fabric. 
The R peak is visible in each ECG trace having a suitable amplitude for HR calcula-
tion, along with the P and T waves. Despite the high pass filtering, baseline wander caused 
by the EPS susceptibility to movement artefacts (such as respiration) are more prominent 
in the conductive polymer ink and conductive textile fabric electrode cases. 
The power spectral density for the three test cases (Figure 14b) shows that again, as 
in the mannequin test, the ink and conductive textile fabric electrodes pick up more 50 Hz 
noise than the copper electrodes. This peak, however, is substantially lower than the peak 
previously recorded (−30 dB/Hz compared to −10 dB/Hz for the mannequin). The thick-
ness and relative permittivity of the cotton layer, which is not present in the baseline cop-
per electrodes, alters the capacitance of the skin-electrode interface being responsible for 
this increase in noise in agreement with [35]. 
Discrepancies in the amplitude of the P and T waves visible in Figure 14a are likely 
caused by slight differences in the locations of the sensors on the subjects torso from test 
to test; however, the P, R and T waves are of equal width with matching peaks indicating 
that the ECG is faithfully reproduced. The peak of the T wave for the conductive textile 
electrode is as large in magnitude as the R peak for this particular beat; however, this will 
not affect the R peak detection, as the detection algorithm uses the derivative of the signal. 
Given this, the gradual slope of the P wave will not be considered as a peak candidate. 
  
Figure 14. (a) Single beat waveform and (b) PSD of a human ECG for each electrode configuration. 
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3.3. Signal Quality Assessment 
There is no standardized metric for defining ECG signal quality; therefore, to provide 
a robust analysis for both the silver conductive and textile conductive electrodes, in com-
parison with the baseline copper electrodes, three methods have been considered. These 
are waveform averaging, wavelet-based ECG delineation, relative power in the baseline 
and the kurtosis of the signal quality indices. 
3.3.1. Waveform Averaging 
A waveform averaging approach as described in [36] has been used for signal quality 
assessment and the identification of heartbeats. Irrespective of the actual morphology of 
the ECG features for a given signal, this technique considers the regularity of a signal and 
can be used as a strong indicator of the repeatability and reliability of the ECG recording 
method, as any artefacts introduced in the recording or processing would result in mor-
phological irregularities. The following approach was applied in the human ECG record-
ings. The results of this analysis are presented in Figure 15 and Table 2: 
1. R-peaks were detected using the Pan-Tompkins algorithm and an average R-R inter-
val was calculated. 
2. Individual heart beats were extracted using a window with a number of samples 
equal to that of the average R-R interval and centred on each detected R peak. 
3. An average of the extracted heart beats was calculated, which was used to derive the 
correlation coefficient of each beat using the following formula: 
= ∑ ( ( ) − ) ⋅ ( ( ) − )∑ ( ( ) − ) ∑ ( ( ) − )  (3) 
where nwindow is the number of samples in the individual beat window (in this case 800), 
x(i) is the ECG signal, y(i) is the average heartbeat signal and µx and µy are the means of 
x(i) and y(i). An average of these correlation co-efficients (µCorrXY) was taken to obtain a 
total average correlation coefficient for each test case. 
 





Figure 15. Waveform averaging of the human ECG for (a) baseline copper electrodes; (b) conduc-
tive polymer ink; (c) conductive textile fabric. 




baseline copper electrodes 0.987 
conductive polymer ink 0.865 
conductive textile fabric 0.902 
The regularity of the waveforms in Figure 15a show that the copper electrodes pro-
vide a reliable baseline for comparison using the manufactured electrodes, with 80% of 
the waveforms residing within 1 standard deviation of the mean. This is evidenced by the 
high correlation co-efficient displayed in Table 2. 
Both fabricated electrodes (Figure 15b,c) show the P and T waves broadly repre-
sented correctly in terms of peak position and width. The R peaks were correctly identified 
for all beats by the Pan Tompkins algorithm, but there is more variation than in the base-
line case. The conductive polymer ink electrodes (Figure 15c) showed the worst beat to 
beat signal reproduction, with the lowest correlation co-efficient and clearly deformed 
features of the ECG. Despite the effects of baseline wander affecting the amplitude of the 
signal, the conductive textile fabric electrodes produced regular and repeatable wave-
forms, with only 25% of the beats falling outside one standard deviation from the mean. 
This observation is confirmed by the higher correlation coefficient score obtained by the 
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conductive textile fabric electrodes in comparison to the conductive polymer ink elec-
trodes (see Table 2). 
3.3.2. Wavelet-Based ECG Delineation 
While there is no standardized consensus on delineating the location of the compo-
nents of the ECG wave, the repeatability and similarity of individual ECG readings for 
each of the electrode cases can still be compared. The duration of the P, QRS and T waves 
of the ECG can be used as an indicator of the signal quality of the reading, as any un-
wanted noise or phase shift introduced by the electrodes would alter the length and loca-
tion of these features. A wavelet-based delineation algorithm [37] separates and identifies 
the features of the ECG, as demonstrated with one of the recorded signals in Figure 16: 
 
Figure 16. Wavelet delineation of a 7 s sample of recorded ECG, showing the location and duration of the waveform 
features. 
This algorithm was implemented in MatLab using the PhysioNet ECGKIT toolbox 
[38] to compare the duration of the ECG features, as well as the RR intervals, for each of 
the five 60 s recordings for the three electrode cases. The pooled mean for each case is 
shown in Figure 17, with an error of 1 standard deviation of the individual means: 
 
Figure 17. mean P QRS and T lengths and RR intervals for each electrode case. 
The calculated P, QRS and T wave lengths are closely grouped, showing that the 
electrodes did not introduce any major variation into the waveforms that altered the out-
put of the delineation algorithm. The conductive ink electrodes showed the largest devi-
ations, notably a reduction of 23% in the mean length of the QRS feature compared to the 
copper reference electrode. Small variations in the feature lengths can be attributed to 
small variations in the placement of the sensors for each data set but are broadly compen-
sated for by the sample size. 
3.3.3. Relative Power in the Baseline and the Kurtosis of the Signal Quality Indices 
Two additional signal quality indicators (SQI) are considered for evaluating the pro-
posed electrodes, the relative power in the baseline (pSQI) and the kurtosis of the signal 
(kSQI). These SQIs are used as indicators of the clinical acceptability of ECGs for HR cal-
culation and further interpretation [39]. 
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pSQI considers the fact that the energy of the QRS feature is concentrated between 5 
and 15 Hz [40] and the QRS feature is the main feature used in determining HR; therefore, 
a comparison of the ratio of power in this band with the band power of the total signal 
provides a quantifiable measure of ECG quality. pSQI is defined as: 
baseline relative power, pSQI =  ( )  ( )   (4) 
Low pSQI is an indicator of high frequency noise in the ECG, such as the electric 
potential generated by muscle cells, whereas high pSQI is the result of artefacts such as 
electrode motion due to subject movement. pSQI values should be within a range of 0.5—
0.8 for clinically acceptable ECG recordings [41]. 
kSQI is a measure of the correlation of the ECG signal. The central limit theorem 
shows that random signals such as noise tend towards gaussian distributions and corre-
lated signals, such as the repeating pattern of an ECG, tend towards non-gaussian distri-
butions. kSQI is a simple measure of how gaussian-like a signal appears to be, as defined 
by: kurtosis, kSQI = {( − ) } (5) 
A clean ECG signal generally has a kurtosis of more than 5 and artefacts such as 
baseline wander and power line interference reduce the overall kSQI [42]. The kSQI was 
measured for 10 s segments of the ECG and average across all 5 readings. 
From the results in Table 3 we can see that all three cases displayed a high pSQI, 
within the bounds of clinically acceptable ECGs but towards the upper limit. This suggests 
that electrode motion is present in these recordings, which is clear from the baseline wan-
der shown in Figure 13b,c where it is clearly more pronounced in the textile-based elec-
trodes than in the copper reference electrodes. 
Table 3. Signal quality indices for each of the electrode cases. 
Electrode: pSQI kSQI 
baseline copper 0.79 4.9 
conductive polymer ink 0.74 3.8 
conductive textile fabric 0.74 4.2 
The kSQI results clearly show the influence of 50 Hz noise in the recordings (also 
visible in the noise peaks in the power spectral density in Figure 14b) with a reduction of 
22% and 15%, respectively, for the conductive ink and textile fabric electrode in compari-
son with the reference case. 
The waveform averaging, wavelet-based delineation and signal quality indices all 
show strong correlation between the baseline copper electrodes and the textile-based elec-
trodes. In particular the main feature of interest (the R peak) is reproduced allowing for 
accurate HR calculation in both textile-based electrodes. 
3.3.4. Heart Rate Acquisition Time 
One of the primary requirements of a device for monitoring during resuscitation is 
that HR readings should be displayed within a time frame below 30 s to avoid oxygen 
deprivation consequences, such as cerebral palsy and impaired motor skills. In this sec-
tion, one of the main advantages of the proposed system is the reduced time from birth to 
HR measurement. This is assessed in Figure 18 which shows a typical connection event 
from the proof of concept trial considering the adult participant: 




Figure 18. Connection event showing time from sensor application to first HR measurement. 
The system takes ~5.5 s to register an RR interval, after a 3 s delay for the Pan Tomp-
kins algorithm to establish a threshold for R peaks. An averaged heart rate is compiled 
from the subsequent measured RR intervals to generate a stable reading in situations 
where there may be a loss of connection or incorrectly registered peaks in the presence of 
noise. Different competing systems use various sizes of window to generate the HR, de-
pendent on technology and manufacturer. In our case, a stable and accurate heart rate was 
consistently measured using a window of 5 RR intervals, suggesting a minimum time 
from application to HR of around 8 s for a typical neonate with a HR of 140 bpm. This 
confirms the potential of the device to compete with and surpass, existing delivery room 
technologies in rapidity of HR measurement. 
4. Discussion and Conclusions 
This work showed that the complete prototype system with novel EPS sensors and 
textile-based electrodes successfully recorded electrocardiograms from both a simulated 
and human source. Signal conditioning and filtering in the analogue and digital stages 
removed unwanted noise and produced a high-quality ECG suitable for heart rate meas-
urement. 
Both fabricated silver and conductive fabric electrodes accurately reproduced the R 
peak timing of the simulated ECG signal to ~0.5% of the baseline copper electrodes. The 
human ECG was also successfully reproduced using the textile based electrodes and in 
comparison with the baseline copper electrodes, where the temporal features of the ECG 
(QRS complex and P T wave) were correctly located and the width of the QRS complex 
was within 1 ms of the copper reference electrode for both cases. Both implementations of 
textile-based electrode generated reliable and repeatable signals, with correlation coeffi-
cients of 0.90 and 0.87 for the conductive textile fabric and conductive silver ink electrodes, 
respectively, compared to 0.99 for the reference copper electrode. The regularity of the 
signal acquired from the textile-based electrodes combined with their high signal quality 
gave a 100% detection confidence for each of the five 60 s human recordings, confirming 
their suitability to be used for ECG recordings. 
A foam pad was used in the human trial to ensure both sensors were located at a 
repeatable position; however, small deviations in body and sensor position translated to 
amplitude changes in the ECG waveform which limited the amplitude feature analysis in 
comparison to the baseline copper electrode ECG features. Further investigations could 
be performed using a range of textile-based electrodes simultaneously to investigate am-
plitude effects, or in simultaneous comparison with a traditional AgCl electrode to deter-
mine any RR interval variations induced by different electrode configurations. 
In comparison with the reference copper electrodes, the larger surface area and ma-
terials of the fabricated textile-based electrodes are more prone to picking up ambient 50 
Hz noise. Therefore, the conductive polymer ink and conductive textile fabric electrodes 
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collected larger amounts of 50 Hz noise added to the resultant signal of the human ECG 
by 30% (−40 dB compared with −30dB for the copper electrodes), where the output signal 
contained visible 50 Hz noise despite large amounts of frequency specific filtering capac-
ity. The resultant reduction in signal to noise ratio is in part due to the sensing of the ECG 
through a layer of cotton fabric as well as the alteration of the skin-electrode capacitance 
and the electrodes being prone to receive ambient 50 Hz noise. Despite this increased noise 
level, both test cases still produced a signal of sufficient quality for the calculation of HR 
from RR interval data. 
The prototype system described here uses two electrodes. Future work on the proto-
type system could involve increasing the number of sensors to reduce the 50 Hz noise and 
providing a greater contact area for readings for the case when the neonate is moved dur-
ing resuscitation efforts. 
This work provides a strong proof of concept for the embedding of textile-based elec-
trodes in a delivery room mattress for ECG measurement, as well as the demonstration of 
a complete standalone system for HR assessment, data acquisition and display. The ex-
tensive characterisation of conductive textile fabric and conductive silver ink electrodes 
in comparison with a standard reference copper electrode confirms their suitability for 
use in such a device. These novel flexible electrodes are suitable for embedding in a deliv-
ery room mattress and provide the benefits of conformity for increased signal quality and 
a reduction in the chance of abrasive damage to delicate newborn skin. Signal quality as-
sessment confirmed that high quality ECG recording was achieved in the presence of in-
terference layers and an air gap, with reliable and repeatable ECG waveforms. The device 
described here could conceivably be used to automatically acquire the HR of a newborn 
immediately after delivery without the need to attach additional sensors in a safe, rapid 
and reliable way. 
Author Contributions: Conceptualization, E.R.-M.; Investigation, H.D.; Methodology, R.A.-E., Z.L. 
and E.R.-M.; Project administration, R.A.-E. and E.R.-M.; Resources, Z.L., O.A. and H.R.; Software, 
H.D.; Supervision, R.A.-E., H.R. and E.R.-M.; Validation, O.A.; Writing—original draft, H.D.; Writ-
ing—review and editing, R.A.-E. and E.R.-M. All authors have read and agreed to the published 
version of the manuscript. 
Funding: Henry Dore wants to acknowledge the University of Sussex scholarship for the financial 
support provided/Higher Education Innovation fund 2020/EPSRC-Engineering and Physical Sci-
ences Research Council E-futures Sandpit award number RES/0560/7386/004. 
Informed Consent Statement: Informed consent was obtained from all subjects involved in the 
study.  
Data Availability Statement: The data presented in this study are available on request from the 
corresponding author. The data are not publicly available due to biometric identity information.  
Conflicts of Interest: The authors declare no conflict of interest. 
References 
1. Wyckoff Myra, H.; Aziz, K.; Escobedo Marilyn, B.; Kapadia Vishal, S.; Kattwinkel, J.; Perlman Jeffrey, M.; Simon Wendy, M.; 
Weiner Gary, M.; Zaichkin Jeanette, G. Part 13: Neonatal Resuscitation. Circulation 2015, 132, S543–S560. 
2. Weiner, G.M.Z.; Kattwinkel, J.; Ades, A. Textbook of Neonatal Resuscitation, 7th ed.; American Academy of Pediatrics: Elk Grove 
Village, IL, USA, 2016. 
3. Wyllie, J.; Bruinenberg, J.; Roehr, C.C.; Rüdiger, M.; Trevisanuto, D.; Urlesberger, B. European Resuscitation Council Guidelines 
for Resuscitation 2015: Section 7. Resuscitation and support of transition of babies at birth. Resuscitation 2015, 95, 249–263. 
4. Perlman Jeffrey, M.; Wyllie, J.; Kattwinkel, J.; Wyckoff Myra, H.; Aziz, K.; Guinsburg, R.; Kim, H.-S.; Liley Helen, G.; Mildenhall, 
L.; Simon Wendy, M.; et al. Part. 7: Neonatal Resuscitation. Circulation 2015, 132, S204–S241. 
5. Voogdt, K.G.; Morrison, A.C.; Wood, F.E.; van Elburg, R.M.; Wyllie, J.P. A randomised, simulated study assessing auscultation of 
heart rate at birth. Resuscitation 2010, 81, 1000–1003. 
6. Chitkara, R.; Rajani, A.K.; Oehlert, J.W.; Lee, H.C.; Epi, M.S.; Halamek, L.P. The accuracy of human senses in the detection of 
neonatal heart rate during standardized simulated resuscitation: Implications for delivery of care, training and technology de-
sign. Resuscitation 2013, 84, 369–372. 
7. Finster, M.; Wood, M.; Raja, S.N. The Apgar Score Has Survived the Test of Time. Anesthesiology 2005, 102, 855–857. 
Sensors 2021, 21, 999 19 of 20 
 
 
8. Dawson, J.; Davis, P.; O’Donnell, C.; Kamlin, C.O.; Morley, C. Pulse oximetry for monitoring infants in the delivery room: A 
review. Arch. Dis. Child. Fetal Neonatal Ed. 2007, 92, F4–F7. 
9. Anton, O.; Fernandez, R.; Rendon-Morales, E.; Aviles-Espinosa, R.; Jordan, H.; Rabe, H. Heart Rate Monitoring in Newborn 
Babies: A Systematic Review. Neonatology 2019, 116, 1–12. 
10. van Vonderen, J.J.; Hooper, S.B.; Kroese, J.K.; Roest, A.A.W.; Narayen, I.C.; van Zwet, E.W.; te Pas, A.B. Pulse Oximetry 
Measures a Lower Heart Rate at Birth Compared with Electrocardiography. J. Pediatr. 2015, 166, 49–53. 
11. Johnson, P.A.; Cheung, P.Y.; Lee, T.F.; O’Reilly, M.; Schmölzer, G.M. Novel technologies for heart rate assessment during neo-
natal resuscitation at birth—A systematic review. Resuscitation 2019, 143, 196–207. 
12. Linde, J.E.; Schulz, J.; Perlman, J.M.; Øymar, K.; Francis, F.; Eilevstjønn, J.; Ersdal, H.L. Normal Newborn Heart Rate in the First 
Five Minutes of Life Assessed by Dry-Electrode Electrocardiography. Neonatology 2016, 110, 231–237. 
13. Choi, S.B.; Oh, M.S.; Han, C.J.; Kang, J.-W.; Lee, C.-R.; Lee, J.; Kim, J.-W. Conformable, Thin, and Dry Electrode for Electrocar-
diography Using Composite of Silver Nanowires and Polyvinyl Butyral. Electron. Mater. Lett. 2019, 15, 267–277. 
14. Qin, Q.; Li, J.; Yao, S.; Liu, C.; Huang, H.; Zhu, Y. Electrocardiogram of a Silver Nanowire Based Dry Electrode: Quantitative 
Comparison With the Standard Ag/AgCl Gel Electrode. IEEE Access 2019, 7, 20789–20800. 
15. Zhang, L.; Kumar, K.S.; He, H.; Cai, C.J.; He, X.; Gao, H.; Yue, S.; Li, C.; Seet, R.C.-S.; Ren, H.; et al. Fully organic compliant dry 
electrodes self-adhesive to skin for long-term motion-robust epidermal biopotential monitoring. Nat. Commun. 2020, 11, 4683. 
16. Mei, Y.; Kumar, A.; Gao, W.; Gross, R.; Kennedy, S.B.; Washburn, N.R.; Amis, E.J.; Elliott, J.T. Biocompatibility of sorbitol-
containing polyesters. Part. I: Synthesis, surface analysis and cell response in vitro. Biomaterials 2004, 25, 4195–4201. 
17. Perlman, J.M.; Wyllie, J.; Kattwinkel, J.; Wyckoff, M.H.; Aziz, K.; Guinsburg, R.; Kim, H.-S.; Liley, H.G.; Mildenhall, L.; Simon, 
W.M.; et al. Part. 7: Neonatal Resuscitation. Pediatrics 2015, 136, S120. 
18. Prance, R.J.; Debray, A.; Clark, T.D.; Prance, H.; Nock, M.; Harland, C.J.; Clippingdale, A.J. An Ultra Low Noise Electric Potential 
Probe for Human Body Scanning. Meas. Sci. Technol. 2000, 11, 291–297. 
19. Gao, Y.; Soman, V.V.; Lombardi, J.P.; Rajbhandari, P.P.; Dhakal, T.P.; Wilson, D.G.; Poliks, M.D.; Ghose, K.; Turner, J.N.; Jin, Z. 
Heart Monitor Using Flexible Capacitive ECG Electrodes. IEEE Trans. Instrum. Meas. 2020, 69, 4314–4323. 
20. Aviles-Espinosa, R.; Rendon-Morales, E.; Luo, Z.; Dore, H.; Anton, O.; Rabe, H.; Prance, R.J. Neo-SENSE: A non-invasive smart 
sensing mattress for cardiac monitoring of babies. In Proceedings of the 2019 IEEE Sensors Applications Symposium (SAS), 
Sophia Antipolis, France, 11–13 March 2019. 
21. Prance, R.; Harland, C. Electric Potential Sensor; US8264247B2; University of Sussex: Brighton, UK, 2012. 
22. Geddes, L.A.; Baker, L.E. The relationship between input impedance and electrode area in recording the ECG. Med. Biol. Eng. 
1966, 4, 439–450. 
23. Chlaihawi, A.; Narakathu, B.; Emamian, S.; Bazuin, B.J.; Atashbar, M. Development of printed and flexible dry ECG electrodes. 
Sens. Bio Sens. Res. 2018, 20, 9–15. 
24. Yang, K.; Torah, R.; Wei, Y.; Beeby, S.; Tudor, J. Waterproof and durable screen printed silver conductive tracks on textiles. Text. 
Res. J. 2013, 83, 2023–2031. 
25. Jayoung, C.; Jihye, M.; Keesam, J.; Gilsoo, C. An exploration of electrolessly Cu/Ni plated polyester fabrics as e-textiles. In Pro-
ceedings of the Ninth IEEE International Symposium on Wearable Computers (ISWC’05), Osaka, Japan, 18–21 October 2005. 
26. Yacoub, S.; Novakov, E.; Gumery, P.; Gondran, C.; Siebert, E. Noise analysis of NASICON ceramic dry electrodes. In Proceed-
ings of the 17th International Conference of the Engineering in Medicine and Biology Society, Montreal, QC, Canada, 20–23 
September 1995. 
27. Assambo, C.; Baba, A.; Dozio, R.; Burke, M. Determination of the parameters of the skin-electrode impedance model for ECG 
measurement. In Proceedings of the 6th WSEAS International Conference on Electronics, Hardware, Wireless and Optical Com-
munications, Corfu, Greece, 16–19 February 2007; pp. 90–95. 
28. Rattfält, L.; Lindén, M.; Hult, P.; Berglin, L.; Ask, P. Electrical characteristics of conductive yarns and textile electrodes for med-
ical applications. Med. Biol. Eng. Comput. 2007, 45, 1251–1257. 
29. Degen, T.; Loeliger, T. An. improved Method to continuously monitor the Electrode-Skin Impedance during Bioelectric Measure-
ments. In Proceedings of the 29th Annual International Conference of the IEEE Engineering in Medicine and Biology Society, Lyon, 
France, 23–26 August 2007. 
30. Pan, J.; Tompkins, W.J. A Real-Time QRS Detection Algorithm. IEEE Trans. Biomed. Eng. 1985, 32, 230–236. 
31. Parola, F.; García-Niebla, J. Use of High-Pass and Low-Pass Electrocardiographic Filters in an International Cardiological Com-
munity and Possible Clinical Effects. Adv. J. Vasc. Med. 2017, 2, 34–38. 
32. Fedotov, A.A. Selection of Parameters of Bandpass Filtering of the ECG Signal. for Heart Rhythm Monitoring Systems. Biomed. 
Eng. 2016, 50, 114–118. 
33. Asl, S.N.; Oehler, M.; Schilling, M. Noise Model. of Capacitive and Textile Capacitive Noncontact Electrodes for Bioelectric 
Applications. IEEE Trans. Biomed. Circuits Syst. 2018, 12, 851–859. 
34. Friedman, C.E.; Lewis, T. The Normal Size of the Heart Muscle Weight. Acta Med. Scand. 1951, 139, 15–19. 
35. Ng, C.L.; Reaz, M.B.I. Characterization of Textile-Insulated Capacitive Biosensors. Sensors 2017, 17, 574. 
36. Chan, H.L.; Chen, G.U.; Lin, M.A.; Fang, S.C. Heartbeat Detection Using Energy Thresholding and Template Match. In Pro-
ceedings of the 2005 IEEE Engineering in Medicine and Biology 27th Annual Conference, Shangai, China, 1–4 September 2005. 
37. Martinez, J.P.; Almeida, R.; Olmos, S.; Rocha, A.P.; Laguna, P. A wavelet-based ECG delineator: Evaluation on standard databases. 
IEEE Trans. Biomed. Eng. 2004, 51, 570–581. 
Sensors 2021, 21, 999 20 of 20 
 
 
38. Goldberger, A.L.; Amaral, L.A.; Glass, L.; Hausdorff, J.M.; Ivanov, P.C.; Mark, R.G.; Mietus, J.E.; Moody, G.B.; Peng, C.K.; 
Stanley, H.E. PhysioBank, PhysioToolkit, and PhysioNet: Components of a new research resource for complex physiologic sig-
nals. Circulation 2000, 101, E215–E220. 
39. Clifford, G.D.; Behar, J.; Li, Q.; Rezek, I. Signal quality indices and data fusion for determining clinical acceptability of electro-
cardiograms. Physiol. Meas. 2012, 33, 1419–1433. 
40. Murthy, I.S.; Prasad, G.S. Analysis of ECG from pole-zero models. IEEE Trans. Biomed. Eng. 1992, 39, 741–751. 
41. Li, Q.; Mark, R.G.; Clifford, G.D. Robust heart rate estimation from multiple asynchronous noisy sources using signal quality 
indices and a Kalman filter. Physiol. Meas. 2008, 29, 15–32. 
42. Clifford, G.; Tarassenko, L. Application of independent component analysis in removing artefacts from the electrocardiogram. 
Neural Comput. Appl. 2006, 15, 105–116. 
 
